[Basis for allowable errors in determining doses to patients during roentgenologic examinations].
Basing on the utilization of the benefit-injury concept the authors put forward an approach to the substantiation of permissible errors in the values of the mean doses intended for the patient's critical organs in x-ray examination. It was shown that in the elaboration of methods to determine the mean tissue doses one should aim at reaching a mean quadratic error of +/- 30% in their values.